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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 
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''Knowledge is such a treasure which cannot be stolen" 
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"^the^^purpose of this standard/ the pisrson weighing machine 
ahian^in8t£umentvwithf,a]jsweighing 'mechanism and with a 



sMi meah2an<^in8t£umentvwithf,a%weigi and w 

platfoiii^.^to|i;jsceivwhef personi^to^be^^ The' machine 

mdica,te,th]^\)feight^ojgthe ipet^on^eithei;^ by -'opecatinK ■ 
by:lamindic«ttQdpiSsb£a{ti<;ket^prinUnKr4cyice. 



may 
^ steelyard or 



AM£NDM£NT NO. 3 JULY 1969 
TO 

IS s 1854-1964 SPECIFICATION FdR PERSON 
WEIGHING MACHINES 

(Reifised ) 

Alteration 

[ Page 5, Table I, SI No. (iii). last column 1 — SubstiCulc the 
following for the existing entry: 

~S00 f for a minimum graduation or 1 kg . 
2S0 g for a minimum graduation of 550 g 

Addendum 

( Page 4, clause 4.5.2 ) — Add the following new clause jificr 4.5.2: 
* 4.5.3 The minimum grnduntion on ticket printing type pcison weighing 
mi^hincs shall be I kg or 500 g. ' 

(EDC41) 

Prittfi at Nairai Prmccrt, Qolhl 6, India 
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Indian Standard 

SPECIFICATION FOR 
PERSON WEIGHING MACHINES 

(Revised) 



0. FOREWORD 



0.1 This revised Indian Standard was adopted by 
the Indian Standards Institution on 16 May 1964, 
after the draft finalized by the Commercial 
Weights and Measures Sectional Committee had 
been approved by the Engineering Division Coun- 
cil. 

0.2 This standard was first published in 1961. 
From the experience gained and comments recei- 
ved from manufacturers and users, it has been 
considered necessary to revise this standard. Main 
modifications carried out in this revision are as 
follows: 

a) The capacity of the person weighing machine 
has been specified as '120 kg' in place of 
*150 kg»; 

b) The valde of the smallest division on the 
steelyard has been given as 'shall be not 
more than 50 g* instead of 'shall be 50 g'; 
and 

c) The minimum graduations have been speci- 
fied as 'shidl be not more than 500 g* instead 
of 'shall bt 500 g*. 

0.3 This standard is one of a series of Indian 
Standards on ^commercial weighing machines, 
being prn>ared at the instance of me Standing 
Metric Committee (now the Directorate of 
Weights and Measures ), Government of India, in 



connection with the introduction of metric system 
of weights and measures in the country. 

0^ In determining the limits for the greatest error, 
due consideration was given to the views of manu- 
facturers and testing organizations, prevalent rules 
and regulations pertaining to weights and measures 
in India and the ()ractices current in several 
metric countries. It is to be pointed out that the 
values for maximum error specified in this standard 
( see Table I ) are for new machines only. 

0.5 Wherever a reference to any Indian Standard 
appears in this specification, it shall be taken as a 
reference to the latest version of the standard. 

0.6 For the purpose of deciding whether a parti- 
cular requirement of this standard is complied 
with, the final value, observed or calculated, ex- 
pressmg the result of a test, shall be rounded off in 
accordance with IS : 2-1960 Rules for Rounding 
Off Numerical Values ( Revised ). The number of 
significant places retained in the rounded off value 
should be the same as that of the specified value 
in tliis standard. 

0.7'^This standard is intended chiefly to cover the 
teclmical provisions relating to person weighing 
marines, and it does not include all the necessary 
pn^ions of a contract. 



1. 8GOFB 

1.1 This standard covers the requirements for 
person weighing machines. 

2.DEnNmON 

2.1 For the purpose of this standard, the person 
weighing ma^ihine shall mean an instrument with 
compoufia levers and with a platform to receive 
the perlon to be wmghed. The weight of the per- 
son is indicated with a steelyard or any other 
form of ittdicator or by a ticket printing device. 

2.14 Person weighing machines of steelyard, 
dial and ticket pnntii% types are ilhistrated in 
Fig. 1, 2 and 3 respectively. These drawings are 
llluttrfli^ve cmly and do not specify any particular 
4e^B[n. 



xpAPAcny 

3.t^The person weighing machine shall have 
cai^ity not less than 120 kg. 

4. ISSNERAL RBQJUIREMBNTS 






4.1^ The person weighing machin<^ shall compl)( 
wit^ the ^neral reouirements specified in 
IS 3 1432-1959 General lle(][uirem«nts for Weigh- 
ing Instruments. In addition, they shall comply 
with the am>licable requirements given in 4.2 
to^. 

4*2 Ftetfonm — The maximum size of tiie plat- 
form shall be 400 X 350 min. The platform shall 
not exceed beyond the fiame on any side. 

43 l(t(Mly«rd Type Mftcliln«s 
4.3LI The n«ielyard shAU not have any reiuitily 



